[Analysis of dosage loads on patients and personnel in the use of "FSTs-U-01" x-ray image-enhanced fluorography].
The paper considers the specific features of formation of dosage loads during studies on a digital fluorograph with movable X-ray image amplifier. It is concluded that smaller weekly dosage loads should be used for this type of fluorographs than those described in relevant normative documents.